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To the Editor:
Measurements of urinary fractionated metanephrines (normetanephrine and metanephrine), the O-methylated metabolites of norepinephrine and epinephrine, provide a sensitive test for diagnosis of pheochromocytoma. We present evidence suggesting inaccurate metanephrine and normetanephrine calibration by US laboratories.
Metanephrines are present in urine mainly as sulfate-and glucuronide-conjugated metabolites produced from free metanephrines by the actions of conjugating enzymes (1 ) . An acid hydrolysis step is usually performed to liberate the free metanephrines from the conjugated metabolites. This step minimizes requirements for high analytical sensitivity, simplifying subsequent measurement.
Urinary fractionated metanephrines are usually measured by HPLC with electrochemical detection (HPLC-EC). Gas chromatography with mass spectrometry (GC-MS) and liquid chromatography with tandem mass spectrometry (LC-MS/ MS) are more recent alternatives offering high sample throughput and improved analytical specificity (2, 3 ) .
Clinical laboratories in the US participate in proficiency testing programs, primarily aimed at determining agreement in diagnostic test results among laboratories. Identical survey samples are distributed to participating laboratories, with results stratified according to testing methodologies. Laboratories that report results deviating by more than a certain amount from the mean of their peer groups fail the proficiency test.
Until the spring of 2004, the only source of commercially available urine metanephrine calibrators in the US was Bio-Rad. As with the survey samples used for proficiency testing, these calibrators are supplied as lyophilized urine, which must be reconstituted and taken through the same sample-processing steps as patient samples. Table 1) . Values in the commercial calibrator were only slightly higher with than without the acid hydrolysis step, indicating that most of the metanephrines were in the free rather than the conjugated form.
To resolve the discrepancy, two independent laboratories (one at the NIH and the other at ARUP) were asked by those overseeing the proficiency program to investigate the problem. The calibrators used by the NIH laboratory (also prepared in house from normetanephrine and metanephrine supplied by Sigma-Aldrich) showed close agreement by HPLC-EC with those supplied by the Mayo laboratory. Values for the commercial calibrator were 36% higher than assigned values for normetanephrine and 50% higher than assigned values for metanephrine (Table 1) . Again, values were only slightly higher with an acid hydrolysis step, confirming that most of the metanephrines in the commercial calibrator were in the free form. The ARUP laboratory routinely used the Bio-Rad calibrator for GC-MS measurements of urinary fractionated metanephrines. When compared with freshly prepared calibration solutions from Sigma-Aldrich, the concentrations of metanephrines in the Bio-Rad calibrator were also calculated to be significantly higher than assigned values (Table 1) . Possible degradation of free metanephrines during the acid hydrolysis step was determined to be insignificant (Ͻ3%).
The three laboratories used different methods of analysis (HPLC-EC, LS-MS/MS, and GC-MS), indicating that the observed differences were unrelated to methodology or instrumentation. However, all three labo-ratories used the same source for their in-house-prepared calibrators. Thus, an impure starting material from Sigma-Aldrich could explain the discrepancy in assigned and measured values for the calibrators from Bio-Rad. To examine this possibility, samples of the Sigma-supplied normetanephrine and metanephrine were tested by elemental analysis. The results (Table in the Data Supplement that accompanies the online version of this letter at http://www. clinchem.org/content/vol51/issue2/) confirmed that the purity of the Sigma-supplied material was Ͼ98%, as stipulated by the manufacturer. This analysis and the highly consistent findings from the three independent laboratories indicate that the values assigned to the Bio-Rad calibrator are indeed 24 -33% lower than their real values.
If most of the US laboratories participating in the proficiency testing program have been using the BioRad calibrator, then this would explain the differences in results of proficiency testing between the Mayo laboratory and the other laboratories participating in the program. It is important to note that this program is peer-based, not accuracybased. Although peer-based programs provide an adequate system for assessing agreement among members of a peer group, they do not guarantee accuracy of results.
Finally, Bio-Rad has informed one of us (A.L.R.) that their calibrator is for the Bio-Rad HPLC assay and cannot be assumed to work with other methods. If this indeed is the official position of Bio-Rad, then those laboratories using their calibrator, but not their assay reagents, should consider changing to an accurate calibrator prepared in house or provided by an alternative commercial source. 
A representative for Bio-Rad responds:
To the Editor: The Bio-Rad Metanephrines by HPLC method was first introduced in 1984. This method uses an extensive sample clean-up for urine, based on two ionexchange columns and several pH changes. The results were compared with a published gas chromatography-mass spectrometry method (1 ) and showed good agreement. Consistency of calibration has been maintained over time by side-by-side comparison of lots, as well as by the method of standard additions. There is currently no certified reference material (CRM) available for use in this test. One of the primary requirements for a CRM is the use of a matrix similar to the patient specimen (2 ). We have observed that the calibrator developed for mass spectrometric methods may be a working solution of the analytes prepared in dilute acid or methanol (3 ). This type of calibrator cannot be tested in the Bio-Rad HPLC method because the analytical recovery, in the absence of appropriate concentrations of salts, proteins, and buffers, does not resemble the analytical recovery observed in human urine. Similarly, the Bio-Rad calibrator, which is prepared with human urine and appropriate preservatives, may not demonstrate the expected behavior when other methods are used, and such usage is not consistent with current concepts of metrology. 
Steven Binder
Bio-Rad Laboratories
Concerns about Mammaglobin Assays
To the Editor:
Mammaglobin is a protein with a strong association with breast tissue. As such, many reports have been published on the use of reverse transcription-PCR of mammaglobin mRNA for the detection of circulating breast tumor cells. In a recent article in Clinical Chemistry, Zehentner et al. (1 ) reported on the use of an ELISA to detect mammaglobin protein in blood from breast cancer patients. This strategy has much potential, as the only currently useful biomarker for breast cancer, CA15-3, has very limited specificity and sensitivity (2 ) .
Given the importance of having a breast cancer-specific serum biomarker assay, it is a regret that the description of the mammaglobin serum assay given by Zehentner et al. (1 ) is so concise. Nothing is reported about sample handling, which could be important because the origins of patient and control samples differ. Furthermore, no information on assay characteristics and performance is shown. The data should therefore be considered with caution.
Our own efforts to date in setting up a validated ELISA for mammaglobin have been unsuccessful because all data on mammaglobin concentrations in blood from breast cancer patients were found to be attributable to nonspecific signals. Furthermore, the authors state that they quantify mammaglobin protein concentrations, but the antibodies were raised against purified native mammaglobin protein complex. Further analysis of their original report on these antibodies shows that the antibodies are, in fact, directed against mammaglobin-lipophilin B complexes and that the biotinylated antibody RO28 is reactive against lipophilin B peptides (5 ). This seems to us crucial information on the characteristics of the assay.
Finally, the authors state that the mammaglobin mRNA concentrations were only marginally associated with increased nodal status and not with other tumor or patient characteristics. We believe that this is caused by the fact that tumors from patients with a more favorable prognosis express higher numbers of mammaglobin transcripts per cell, as we described previously (6 ). Our results indicated that cells from estrogen receptor-positive, low-grade breast tumors are more likely to be detected when in circulation. These tumors express the highest number of mammaglobin mRNA molecules per cell. In contrast, estrogen receptor-negative and high-grade tumors express lower numbers of mammaglobin mRNA molecules per cell and are more likely to escape detection. The more than 10 000-fold variation in mammaglobin mRNA concentrations, coupled with its association with certain tumor characteristics, will lead to a divergence in detection probability for particular tumor types. Because the mammaglobin concentrations per cell and the likelihood to disseminate are inversely correlated, there might be no association of mammaglobin mRNA concentrations in blood with tumor or patient characteristics.
